
Unexpected positives 

IDEXX ELISA screening assays are used to screen populations representing herds or 
flocks. Some negative populations may present with a higher number than expected rate of 
positives. Unexpected positives generated using any screening assay should be confirmed 
using an alternate confirmatory method appropriate for the test, such as Hemagglutination 
Inhibition (HI), quantitative polymerase chain reaction (qPCR), virus isolation (VI), etc.
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